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Lung Demand Valve Test Report

LDV TEST SCHEDULE/PRUFPROTOKOLL LDV

Part No/Sach Nr:
Serial No/Serien Nr:

Urager

Inspection Characteristics/Prufung

Unit/Einheit Result/Ergebnis

Valve block leak test/Ventilblocklecktest mbar/15 sec
Negative leak test/Unterdrucklecktest mbar/min
Switch on pressure/Ansprechdruck mbar
Pressure rise/Druckanstieg
Static pressure/Statischer Druck mbar
Breathing performance checks/Atemwiderstande
Full flow test/Luftlieferleistung I/min
By pass flow test/Bypasslieferleistung I/min

Date/Datum: Inspector/Prifer:
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